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Pull the flow restrictor away from the aerosol connector. 
It may be difficult to pull the restrictor. If the end-user is 
having difficulty they can do one of the following.
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a.   Turn the aerosol connector-restrictor up. This will allow 
for a straight path to push out the restrictor. Use a 
clean/sanitized straight object to push out the restrictor.

b.   Disconnect the aerosol connector while the restrictor 
is also attached. Use a finger or a straight object to 
push out the restrictor.


